[A new bite block for laryngeal mask].
We devised a new bite block made of a used connector of anesthesia machine (ACOMA medical industry CO., LTD.) for laryngeal mask. Fitness for laryngeal mask and strength against patient's biting are the key for its use. Cutting lengthwise the connector (the outside diameter 22 mm, inside diameter 15-19 mm, 55 mm in length) we made a bite block for laryngeal mask. We studied the strength of a new bite block experimentally and recognized its ability to bear the human biting. We conclude a new bite block for laryngeal mask is clinically useful and can be used during anesthesia for its fitness and safety.